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REDUCED INCUBATION STUDY ON PROTEST 
FOR STEAM STERILIZATION 

 
Reduced incubation validation was performed using ProTest units assembled 
from the G. stearothermophilus 105 spore discs in accordance with the FDA 
guidance on Validation of Reduced Incubation for Biological Indicators.  The caps 
of the units were covered with Parafilm to eliminate the evaporation of the media 
during incubation and enable data collection for the duration of the seven days. 
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The results of the Validation for Reduced Incubation demonstrates that 24 hours 
is the greatest amount of time, of all the valid partial cycles, required to grow out 
more than 97% of the denominator BIs.  These results allow Raven Biological 
Laboratories to claim a 24-hour incubation period for the ProTest steam 
biological indicator. 
 


